Sequential use of extracorporeal devices to avoid mechanical ventilation in a patient with complicated pulmonary fibrosis.
Extracorporeal lung assist devices are widely used these days for a growing number of indications. We report the case of a patient managed with three different flow-range devices sequentially, enabling us to avoid mechanical ventilation. Handling and ethics of this approach are discussed.